
Date Customer

S/N# Work order

• Cleaned meter

• Replaced all seals

• Focused and aligned optics

• Performed noise test: 1 sample/sec for 60 sec

• Performed stability test: 1 sample/min for 12 hrs

• Performed temperature test

• Performed water calibration

• Shake-tested unit

• Pressure-tested unit

• Updated unit's calibration sheet

• Check for a zinc anode

Additional Repairs
• New Main Mount

• New Lid Plate

• New Bulkhead

• New LED

• New end cap
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